
We thank Sun et al for their interest in our work. We agree that the discrepancy between evidence of conduction delay during pacing (S-QRS interval) and electrogram (eg, late potentials) could be due, in part, to the difference between the field of view of a bipolar recording and the radius of the tissue directly depolarized (virtual electrode) by unipolar pacing at 10 mA. We agree that the characteristics of the catheter used, including electrode size and interelectrode spacing influence this relationship and warrants further study. The relation between electrogram characteristics and the distance of the tissue generating the electrogram cannot be determined during catheter mapping and, therefore, evidence of conduction delay during pacing provides complimentary information to the analysis of the electrograms. Whether radiofrequency application will ablate the myofibers creating the electrogram depends on the size of the radiofrequency lesion relative to the size of virtual pacing electrode and the antenna of the bipolar and unipolar recording. These relations are not completely understood, may vary in scar and normal myocardial tissue and we agree with Sun et al that more work is needed.

We also agree with their second point that high frequency sharp potentials are expected to reflect local activation, and that these may be obscured when they occur simultaneous with far-field signals. Although we did not measure dV/dt, we did see relatively sharp signals at some sites where pacing did not capture. However, the separation of a near-field potential from a far-field by the naked eye is often impossible and we agree that the temporal component analysis used by Sun et al may offer a useful tool in this regard. However, we also feel that implementation of signal processing methods in clinical mapping systems requires improvements in acquisition of high fidelity low amplitude signals. We often encounter sites during mapping where no electrogram above the noise level of the clinical recording system is recorded with an ablation catheter with a 3.5-mm electrode, but pacing captures and shows a long stimulus to QRS interval. These sites would potentially be ignored as likely fibrous scar if pacing was not performed.

Disclosures
Dr Nagashima received an educational grant from Medtronic, Inc. Dr Epstein received consulting fees/honoraria from Boston Scientific Corp, Medtronic, Inc, and Spectranetics Corp. Dr Michaud received consulting fees/honoraria from Boston Scientific Corp, Medtronic, Inc, and St. Jude Medical, and research funding from Boston Scientific Corp and Biosense Webster, Inc. Dr John received consulting fees/honoraria from St. Jude Medical. Dr Tedrow received consulting fees/honoraria from Boston Scientific Corp and St. Jude Medical and research funding from Biosense Webster, Inc and St. Jude Medical. Dr Stevenson is coholder of a patent for needle ablation that is consigned to Brigham and Women’s Hospital. The other authors report no conflicts.

References
Response to Letter Regarding Article, "Electrogram Analysis and Pacing Are Complimentary for Recognition of Abnormal Conduction and Far-Field Potentials During Substrate Mapping of Infarct-Related Ventricular Tachycardia"
Samuel H. Baldinger, Koichi Nagashima, Saurabh Kumar, Chirag R. Barbhaiya, Eue-Keun Choi, Laurence M. Epstein, Gregory F. Michaud, Roy John, Usha B. Tedrow and William G. Stevenson

_Circ Arrhythm Electrophysiol._ 2015;8:1521
doi: 10.1161/CIRCEP.115.003696

_Circulation: Arrhythmia and Electrophysiology_ is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2015 American Heart Association, Inc. All rights reserved.
Print ISSN: 1941-3149. Online ISSN: 1941-3084

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://circep.ahajournals.org/content/8/6/1521

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in _Circulation: Arrhythmia and Electrophysiology_ can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to _Circulation: Arrhythmia and Electrophysiology_ is online at:
http://circep.ahajournals.org//subscriptions/